Abstract: Homocystinuria (HCU) due to cystathionine-β-synthase deficiency is generally regarded as a rare disease, but within the Qatari population has an incidence of 1 in 1800 live births. Most newborn screening methods for HCU using dried blood spots (DBS) rely on the detection of an elevated methionine level or a rapid screen for total homocysteine (tHCY). However, screening based on methionine levels alone lacks specificity and rapid liquid chromatography tandem mass spectrometry (LC-MS/MS) methods for tHCY exhibit variable results with high false positive rates. This report describes a LC-MS/MS method for detection of tHCY on DBS, with improved specificity. tHCY was extracted from DBS with a solution containing dithiothreitol and subsequently butylated with hydrochloric acid in n-butanol. The butyl esters were separated by liquid chromatography on a reverse-phase column and the homocysteine (HCY), detected by tandem mass spectrometry. The butyl ester of HCY eluted at 1.8 min. Total analysis time was 6.1 min per sample, including column flush and equilibration. This method allows for the quantification of tHCY over a linear range from 0.3 to 200 µM. Intraassay and interassay imprecision and recoveries were acceptable. Good concordance was observed with another LC-MS/MS method. Application of this method improves specificity and reduces false positive rates in screening for HCU.
Introduction
The worldwide incidence of cystathionine-β-synthase (CBS) deficiency has been estimated to be at least 1:335,000 live births, with a much higher incidence in specific populations [1] . For example, the incidence ranges between 1:6400 to 1:20,500 in European populations and between 1:1800 to 1:3000 in the Qatari population [2] [3] [4] [5] [6] [7] . The true worldwide prevalence is likely underestimated because of undiagnosed cases [8] . More than 190 mutations have been reported in the CBS gene [9] , but within the Qatari population, homocystinuria (HCU) is caused predominately by a single mutation c.1006C > T (p.R336C) [6] . In Qatar, the high incidence of CBS deficiency and availability of effective treatment justifies a primary screen for all neonates.
There are two forms of CBS deficiency: pyridoxine responsive and non-pyridoxine responsive HCU. The pyridoxine responsive form is usually treated with variable doses of pyridoxine [1] .
Non-pyridoxine responsive HCU is more severe and is usually treated with a methionine restricted diet and cysteine enriched amino acid supplementation [10] . Children with HCU appear normal in early infancy, but the subsequent natural course of CBS deficiency is severe, with patients presenting with ectopia lentis and myopia, mental retardation, marfanoid habitus, osteoporosis, and thromboembolic events, as well as decreased IQ [1, 11, 12] . Milder forms may manifest later in adulthood [8] . However, if detected early and with compliance to treatment, HCU can be successfully treated, resulting in normal cognitive development and prevention of physical complications [13] .
Biochemical consequences of CBS deficiency are highly elevated concentrations of plasma total homocysteine (tHCY), low plasma cystine or total cysteine, high normal to elevated methionine, low normal to decreased cystathionine, and an abnormal cystathionine/methionine ratio [14, 15] .
Although methionine and methionine/phenylalanine ratio are the most commonly used primary markers for CBS deficiency in newborn screening (NBS) with dried blood spots (DBS), specificity is poor since methionine blood concentrations also increase in other disorders. In addition, the sensitivity of methionine for pyridoxine non-responsive HCU is limited and inversely proportional to methionine concentration [13] . It has been shown that NBS programs using methionine as the primary marker for HCU most likely fail to detect the majority of patients with pyridoxine responsive disease [16] . However, a fivefold reduction in false positive rates can be achieved by quantifying tHCY in DBS as a second tier marker [17] .
Materials and Methods
Unless otherwise specified all work was conducted in the Metabolic Laboratory, Hamad Medical Corporation (HMC), Doha, Qatar.
Reagents
The internal standard for the tHCY assay was a stable-isotope labeled homocystine (DL-homocystine-3,3,3'3',4,4,4',4'-d 8 ), obtained from Cambridge Isotope Laboratories (Andover, MA, USA). DL-homocysteine, acetonitrile, and formic acid were purchased from Sigma-Aldrich (St. Louis, MO, USA). 1,4-Dithiothreitol (DTT) and 3 mol/L hydrochloric acid in n-butanol (HCl in n-butanol) were purchased from Roche Diagnostics (Indianapolis, IN, USA) and Regis Technologies (Morton Grove, IL, USA), respectively. All of the reagents were of the highest purity available, and were used without further purification.
Instrumentation
The prepared samples were analysed in positive ion mode using either an AB Sciex 4000 API Liquid Chromatography Tandem Mass Spectrometry (LC-MS/MS) System with an Agilent 1260 Liquid Chromatograph or a Waters Quattro Micro API LC-MS/MS System with a Waters 2759 Separations Module.
Dried Blood Spots
Leftover DBS (n = 1204) that were submitted to the laboratory for routine NBS were used for the validation of this method. Also included in the validation study, were NBS DBS specimens of confirmed cases with CBS deficiency (n = 17) and maternal vitamin B12 deficiency (n = 9).
DBS calibrators and controls were prepared in house for the purpose of generating calibration curves, monitoring quality control (QC), calculation of recovery, and measuring imprecision. Aliquots of whole blood collected in EDTA from healthy volunteers were spiked with homocysteine (HCY) to achieve added concentrations of 0, 2, 5, 10, 20, 50, 100, and 200 µmol/L for the calibrators and 3 µmol/L and 40 µmol/L for the low level and high level QC materials, respectively. The DBS for calibrators and controls were prepared by spotting 75 µL aliquots of whole blood onto filter paper (Whatman 903) and drying overnight at an ambient temperature. The spotted cards were transferred to a sealed plastic bag with desiccant and were stored at −20 • C.
Sample Extraction and Preparation
3.2 mm discs were punched out of the DBS into a 96-well filter plate. tHCY was extracted by adding a 170 µL volume of solution containing internal standard, d 8 -homocystine (0.7 µmol/L) in a solvent mixture of 70% acetonitrile and 30% water containing 0.5% Formic Acid and DTT (40 mmol/L). The filter plate was sealed and tHCY was extracted using a plate shaker at 120 rpm for 60 min. After extraction, the filter plate was placed on a collection microtiter plate and centrifuged at 3000 rpm for 3 min. The filtered extract was then dried at 60 • C using heated air. The HCY was converted to butyl esters by the addition of 70 µL of 3 mol/L HCl in n-butanol to the residues and incubated at 60 • C for 15 min. Following the butylation reaction, the excess butanol was evaporated to dryness at 60 • C using heated air and the samples reconstituted in 100 µL of water. The extracted and butylated specimens were stable for seven days under ambient conditions.
Each plate included a set of calibrators at the beginning of the plate and a set of both low level and high level controls at the beginning and at the end of the plate.
Sample Analysis
Samples were analyzed by LC-MS/MS on either an AB Sciex 4000 or Waters Quattro Micro. Sample injection volumes of 10 µL were used for all of the samples. Separation was achieved on a Waters Atlantis T3 Column (2.1 × 50 mm, 3.1 µm) at an ambient temperature with a binary gradient profile at a flow rate of 0.4 mL/min. The binary gradient consisted of mobile phase A (water with 0.1% formic acid) and mobile phase B (80% acetonitrile/20% water with 0.1% formic Acid). Prior to injection, the column was equilibrated with 21% mobile phase B. After injection, a linear gradient was initiated with 21% mobile phase B, increasing to 100% over 2 min, then holding 100% mobile phase B for 1 min, followed by a return of 100% mobile phase B to 21% in 0. 
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Linearity and Imprecision
The imprecision of the tHCY assay was determined on both an AB Sciex 4000 and a Quattro Micro LC-MS/MS. A total of 22 replicates were measured either over two days for intra-assay, or over 11 days for inter-assay impression. The results are summarized in Table 1 . Both of the instruments produced reproducible results at normal (10 µmol/L) and abnormal (45 µmol/L) concentrations with coefficient of variation (CV)'s less than 8%. 11 days for inter-assay impression. The results are summarized in Table 1 . Both of the instruments produced reproducible results at normal (10 µmol/L) and abnormal (45 µmol/L) concentrations with coefficient of variation (CV)'s less than 8%. 
Sensitivity and Recovery
Sensitivity was estimated by measurement of an extracted and derivatized 5 µmol/L calibrator. The calibrator was serially diluted with water and analysed. The limit of detection was estimated when the CV of 10 replicate measurements exceeded 20%. For the Quattro Micro, the limit of detection was 1.3 µmol/L. The limit of detection for the AB Sciex 4000 was < 0.5 µmol/L, which was associated with a CV of 10.9%. Further dilutions were not measured for the AB Sciex 4000, since a lower limit of detection is not clinically relevant.
The recovery of additions of tHCY at concentrations of 10 and 100 µmol/L were calculated from isotope dilution measurements. The recovery of triplicate samples was 90% and 89%, respectively, for the additions of 10 and 100 µmol/L tHCY. Figure 2 is a typical calibration plot that was obtained from analysis of DBS samples prepared from whole blood samples, with the addition of known amounts of homocystine.
Accuracy
The calibration plot was used in calculation of tHCY in DBS of controls and patient samples. As shown in Figure 3 , the tHCY results obtained for the same samples run on the AB Sciex 4000 and Quattro Micro showed good correlation. 
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Accuracy
The calibration plot was used in calculation of tHCY in DBS of controls and patient samples. As shown in Figure 3 , the tHCY results obtained for the same samples run on the AB Sciex 4000 and Quattro Micro showed good correlation. Further comparison of tHCY results from DBS analyzed on the Quattro Micro and the same DBS samples analyzed by a previously published method [18] showed good correlation (Figure 4) . 
Normal Population and Cutoff Level
The tHCY concentration of a normal population was determined by the analysis of 1204 DBS samples from patients with no evidence of HCU. The normal population was distributed with a 50th percentile of 4.4 µmol/L and a 99th percentile of 11.5 µmol/L. Measurement of the tHCY concentration in nine patients with HCU with confirmed CBS deficiency indicated elevated levels, distributed with Further comparison of tHCY results from DBS analyzed on the Quattro Micro and the same DBS samples analyzed by a previously published method [18] showed good correlation (Figure 4) . Further comparison of tHCY results from DBS analyzed on the Quattro Micro and the same DBS samples analyzed by a previously published method [18] showed good correlation (Figure 4) . 
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The tHCY concentration of a normal population was determined by the analysis of 1204 DBS samples from patients with no evidence of HCU. The normal population was distributed with a 50th percentile of 4.4 µmol/L and a 99th percentile of 11.5 µmol/L. Measurement of the tHCY concentration in nine patients with HCU with confirmed CBS deficiency indicated elevated levels, distributed with a 1st percentile of 22.9 µmol/L and a 50th percentile of 41.9 µmol/L. In addition, measurement of the tHCY concentration in 15 patients with serum vitamin B12 levels < 133 pmol/L indicated mildly increased levels of tHCY with a 1st percentile of 14.8 µmol/L and a 50th percentile of 18.3 µmol/L. Table 2 compares the percentiles for the distribution of tHCY levels in the populations defined above. Based on the population measurements, a tHCY cutoff of 14.0 µmol/L was selected to optimize the detection of abnormal conditions and minimize false positive results. * The normal population is defined by the analysis of DBS samples from patients (n = 1204) with no evidence of HCU. The HCU population is represented by patients (n = 9) with confirmed CBS deficiency. The vitamin B12 deficient population is represented by patients (n = 15) with confirmed serum vitamin B12 levels < 133 pmol/L. Table 2 compares the percentiles for the distribution of tHCY levels in the populations defined above.
Based on the population measurements, a tHCY cutoff of 14.0 µmol/L was selected to optimize the detection of abnormal conditions and minimize false positive results. * The normal population is defined by the analysis of DBS samples from patients (n = 1204) with no evidence of HCU. The HCU population is represented by patients (n = 9) with confirmed CBS deficiency. The vitamin B12 deficient population is represented by patients (n = 15) with confirmed serum vitamin B12 levels < 133 pmol/L. 
Discussion
Population screening in the newborn period aims to detect specific disorders that benefit from early intervention, and which are otherwise unlikely to be detected until serious and irreversible symptoms develop. In order to be included in a NBS panel, an effective treatment for the disorder should be available and the process should be cost effective. 
Population screening in the newborn period aims to detect specific disorders that benefit from early intervention, and which are otherwise unlikely to be detected until serious and irreversible symptoms develop. In order to be included in a NBS panel, an effective treatment for the disorder should be available and the process should be cost effective.
Over the past two decades, MS/MS analysis of DBS for the detection of genetic disorders in newborns was established in many academic health centers and public health laboratories worldwide. The technique is capable of rapidly detecting over 60 disorders within 2 min of analytical time. In addition, several laboratories have implemented a 2nd tier or reflex analysis on the same DBS by LC-MS/MS to measure more disease-specific biomarkers when the primary screening marker's disease range overlaps with the normal range [18] [19] [20] [21] . The Metabolic Laboratory at HMC serves as the national NBS laboratory for the State of Qatar, and aims to further improve NBS procedures by providing more rapid and accurate diagnostic testing procedures to benefit newborns in Qatar, as well as other NBS programs worldwide. The prevalence of HCU in Qatar is high when compared to other regions, underscoring the need to conduct a high quality NBS program that includes a high sensitivity for HCU. A number of NBS laboratories have successfully implemented tHCY screening on DBS, either as a primary screening test or as part of a two-tier screening approach. The 2nd tier tests are employed to improve diagnostic accuracy and to lower false positive rates. Such an approach has been applied by our laboratory where tHCY, methyl malonic acid (MMA) and methyl citric acid (MCA) are measured when the primary screen reveals abnormal concentrations of propionylcarnitine (C3) and/or methionine [18] .
NBS programs that include HCU in their disease panel use methionine or tHCY as the primary marker of HCU [5, 16, 22, 23] . The specificity of methionine is poor because it can be increased in other disorders of methionine metabolism, secondary to liver disease, or, most frequently, when neonates receive parenteral nutrition [24] . This overlap of methionine ranges in unaffected newborns and HCY patients is supported by the fact that programs miss 20-50% of pyridoxine non-responsive cases with different methionine cut-off values [5, 25] . Peterschmitt et al., observed double the detection rate by lowering the methionine cut-off from 138 to 67 µmol/L, and cut-off values as low as 40 µmol/L have been proposed to improve sensitivity [26] . However, changing cut-offs to increase the diagnostic sensitivity will reduce specificity, resulting in an increased need of unnecessary follow-up [7, 27] . Okun et al., recently proposed using methionine and methionine/phenylalanine ratio as a primary screens with tHCY as a secondary screen [7] . In the confirmed positive cases that are presented in this paper, two of the nine cases would have been missed if a 90th percentile of the normal population was applied as a cutoff for the methionine or the methionine/phenylalanine ratio. For the Qatar population that is affected by HCU, the measurement of tHCY as described in the paper, resulted in a 0.26% False Positive Rate and a 0% False Negative Rate. The high prevalence of HCU in Qatar and the poor sensitivity of methionine make tHCY a necessary component of the NBS program. Other regions with significantly lower prevalence or where other mutations that cause higher elevation of methionine are prevalent, may find other screening scenarios more cost effective. The rapid screening method for tHCY in neonate DBS presented in this report is suitable for population screening for HCU in Qatar with 28,000 to 30,000 screens per year. The method has sufficient precision and accuracy with a linear analytical range that covers typical normal and abnormal concentrations. The overall cycle time between injections is 6.1 min, allowing for over 200 DBS to be screened per day using one LC-MS/MS system. The overall cycle time includes timing for preinjection equilibration, run time, and flushing for each injection. The retention time was adjusted to 1.8 min to allow for significant chromatographic separation of HCY from interfering peaks A and B with retention times of 1.6 and 2.0 min, respectively, while keeping the cycle time as short as possible (Figure 1a,b) . We have observed that interfering peaks A and B merge with tHCY as the retention time is shortened. Furthermore, the intensity of peaks A and B were variable from one patient sample to another. Methods with shorter retention times may produce less specific and inaccurate results that are caused by merging of neighboring interfering peaks with tHCY. Rapid LC-MS/MS methods using silica based and reversed phase columns for separation and quantitation of tHCY, as the free acid have been previously reported [5, 7, 28, 29] . Our experience with chromatography of tHCY as both the free acid and as the butyl ester showed a significant improvement in peak symmetry and reproducibility of retention time and peak area for the latter: the butylation reduces the polarity and increases the interaction of the HCY with the column matrix. For example, the coefficient of variation for the retention time of HCY over 20 days to day consecutive batches was 2.07%. The intra-assay imprecision is reported in Table 1 for normal and abnormal ranges.
The cutoff value of 14.0 µmol/L was selected after a review of the population distributions of tHCY levels in the normal population, and those affected with HCU. Further biochemical investigation of suspected HCU patients with a tHCY of 14.0 µmol/L or greater led to the identification of 15 patients with a vitamin B12 deficiency. The tHCY levels that were associated with vitamin B12 deficiency are illustrated in Figure 5 .
Vitamin B12 deficiency causes a decrease in methionine synthase and L-methylmalonyl-CoA mutase activity, resulting in the accumulation tHCY, MMA, and C3. These biochemical correlations have been clearly demonstrated in neonates [30, 31] . However, whilst these studies relied on measurements of metabolites in serum, incidental evidence from this method suggest that mild elevations of tHCY measured in DBS may detect vitamin B12 deficiency, extending the clinical utility of this method further. Although tHCY has been proposed as a potential primary or secondary marker for vitamin B12 deficiency in neonates, the specificity of tHCY on DBS for detection of vitamin B12 deficiency remains to be determined. The distribution of tHCY concentration in the vitamin B12 deficient population and the overlap with the normal population has not been defined. However, since vitamin B12 is not currently measured as part of the routine newborn program in Qatar, this provides a means of detecting at least some cases of vitamin B12 deficiency that may otherwise go undiagnosed. In addition to HCU, elevations of tHCY can also be indicative of other primary inborn errors of metabolism, such as the cobalamin group of disorders, and possibly secondary dietary deficiencies of pyridoxine and folic acid [13, 18, 32] .
